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(B) Resolution of problems requires
limited independent interpretation and
judgment; and

(ii) Score 3. (A) Extensive independent
interpretation and judgment are re-
quired to perform the preanalytic, ana-
lytic or postanalytic processes; and

(B) Resolution of problems requires
extensive interpretation and judgment.

(b) Revisions to the criteria for cat-
egorization. The Clinical Laboratory
Improvement Advisory Committee, as
defined in subpart T of this part, will
conduct reviews upon request of HHS
and recommend to HHS revisions to
the criteria for categorization of tests.

(c) Process for device/test categorization
utilizing the scoring system under
§ 493.17(a). (1)(i) For new commercial
test systems, assays, or examinations,
the manufacturer, as part of its 510(k)
and PMA application to FDA, will sub-
mit supporting data for device/test cat-
egorization. FDA will determine the
complexity category, notify the manu-
facturers directly, and will simulta-
neously inform both HCFA and CDC of
the device/test category. FDA will con-
sult with CDC concerning test cat-
egorization in the following three situ-
ations:

(A) When categorizing previously
uncategorized new technology;

(B) When FDA determines it to be
necessary in cases involving a request
for a change in categorization; and

(C) If a manufacturer requests review
of a categorization decision by FDA in
accordance with 21 CFR 10.75.

(ii) Test categorization will be effec-
tive as of the notification to the appli-
cant.

(2) For test systems, assays, or ex-
aminations not commercially avail-
able, a laboratory or professional group
may submit a written request for cat-
egorization to PHS. These requests will
be forwarded to CDC for evaluation;
CDC will determine complexity cat-
egory and notify the applicant, HCFA,
and FDA of the categorization deci-
sion. In the case of request for a change
of category or for previously
uncategorized new technology, PHS
will receive the request application and
forward it to CDC for categorization.

(3) A request for recategorization will
be accepted for review if it is based on
new information not previously sub-

mitted in a request for categorization
or recategorization by the same appli-
cant and will not be considered more
frequently than once per year.

(4) If a laboratory test system, assay
or examination does not appear on the
lists of tests in the FEDERAL REGISTER
notices, it is considered to be a test of
high complexity until PHS, upon re-
quest, reviews the matter and notifies
the applicant of its decision. Test cat-
egorization is effective as of the notifi-
cation to the applicant.

(5) PHS will publish revisions peri-
odically to the list of moderate and
high complexity tests in the FEDERAL
REGISTER in a notice with opportunity
for comment.

[57 FR 7139, Feb. 28, 1992, as amended at 58
FR 5222, Jan. 19, 1993]

§ 493.19 Provider-performed micros-
copy (PPM) procedures.

(a) Requirement. To be categorized as
a PPM procedure, the procedure must
meet the criteria specified in para-
graph (b) of this section.

(b) Criteria. Procedures must meet
the following specifications:

(1) The examination must be person-
ally performed by one of the following
practitioners:

(i) A physician during the patient’s
visit on a specimen obtained from his
or her own patient or from a patient of
a group medical practice of which the
physician is a member or an employee.

(ii) A midlevel practitioner, under
the supervision of a physician or in
independent practice only if authorized
by the State, during the patient’s visit
on a specimen obtained from his or her
own patient or from a patient of a clin-
ic, group medical practice, or other
health care provider of which the mid-
level practitioner is a member or an
employee.

(iii) A dentist during the patient’s
visit on a specimen obtained from his
or her own patient or from a patient of
a group dental practice of which the
dentist is a member or an employee.

(2) The procedure must be cat-
egorized as moderately complex.

(3) The primary instrument for per-
forming the test is the microscope,
limited to bright-field or phase-con-
trast microscopy.
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(4) The specimen is labile or delay in
performing the test could compromise
the accuracy of the test result.

(5) Control materials are not avail-
able to monitor the entire testing proc-
ess.

(6) Limited specimen handling or
processing is required.

(c) Provider-performed microscopy
(PPM) examinations. A laboratory may
qualify to perform tests under this sec-
tion if it restricts PPM examinations
to one or more of the following proce-
dures (or additional procedures added
to this list as provided under paragraph
(d) of this section), waived tests and no
others:

(1) All direct wet mount preparations
for the presence or absence of bacteria,
fungi, parasites, and human cellular
elements.

(2) All potassium hydroxide (KOH)
preparations.

(3) Pinworm examinations.
(4) Fern tests.
(5) Post-coital direct, qualitative ex-

aminations of vaginal or cervical mu-
cous.

(6) Urine sediment examinations.
(7) Nasal smears for granulocytes.
(8) Fecal leukocyte examinations.
(9) Qualitative semen analysis (lim-

ited to the presence or absence of
sperm and detection of motility).

(d) Revisions to criteria and the list of
PPM procedures.

(1) The CLIAC conducts reviews upon
HHS’ request and recommends to HHS
revisions to the criteria for categoriza-
tion of procedures.

(2) HHS determines whether a labora-
tory procedure meets the criteria listed
under paragraph (b) of this section for
a PPM procedure. Revisions to the list
of PPM procedures proposed by HHS
are published in the FEDERAL REGISTER
as a notice with an opportunity for
public comment.

(e) Laboratory requirements. Labora-
tories eligible to perform PPM exami-
nations must—

(1) Meet the applicable requirements
in subpart C or subpart D, and subparts
F, H, J, K, M, and P of this part.

(2) Be subject to inspection as speci-
fied under subpart Q of this part.

[60 FR 20044, Apr. 24, 1995]

§ 493.20 Laboratories performing tests
of moderate complexity.

(a) A laboratory may qualify for a
certificate to perform tests of mod-
erate complexity provided that it re-
stricts its test performance to waived
tests or examinations and one or more
tests or examinations meeting criteria
for tests of moderate complexity in-
cluding the subcategory of PPM proce-
dures.

(b) A laboratory that performs tests
or examinations of moderate complex-
ity must meet the applicable require-
ments in subpart C or subpart D, and
subparts F, H, J, K, M, P, and Q of this
part. Under a registration certificate
or certificate of compliance, labora-
tories also performing PPM procedures
must meet the inspection requirements
at § 493.1777.

(c) If the laboratory also performs
waived tests, compliance with subparts
H, J, K, M, and P of this part is not ap-
plicable to the waived tests. However,
the laboratory must comply with the
requirements in §§ 493.15(e) and 493.1775.

[60 FR 20044, Apr. 24, 1995]

§ 493.25 Laboratories performing tests
of high complexity.

(a) A laboratory must obtain a cer-
tificate for tests of high complexity if
it performs one or more tests that
meet the criteria for tests of high com-
plexity as specified in § 493.17(a).

(b) A laboratory performing one or
more tests of high complexity must
meet the applicable requirements of
subpart C or subpart D, and subparts F,
H, J, K, M, P, and Q of this part.

(c) If the laboratory also performs
tests of moderate complexity, the ap-
plicable requirements of subparts H, J,
K, M, P, and Q of this part must be
met. Under a registration certificate or
certificate of compliance, PPM proce-
dures must meet the inspection re-
quirements at § 493.1777.

(d) If the laboratory also performs
waived tests, the requirements of sub-
parts H, J, K, M, and P are not applica-
ble to the waived tests. However, the
laboratory must comply with the re-
quirements in §§ 493.15(e) and 493.1775.

[57 FR 7139, Feb. 28, 1992, as amended at 60
FR 20044, Apr. 24, 1995]

VerDate 11<SEP>98 09:26 Oct 21, 1998 Jkt 179170 PO 00000 Frm 00821 Fmt 8010 Sfmt 8010 Y:\SGML\179170T.XXX pfrm03 PsN: 179170T


		Superintendent of Documents
	2015-01-22T11:47:17-0500
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




